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BEFORE USING THIS DEVICE, PLEASE READ THE FOLLOWING INSTRUCTIONS COMPLETELY AND CAREFULLY.  CORRECT APPLICATION IS VITAL TO THE PROPER FUNCTIONING OF THE DEVICE.

INTENDED USE/INDICATIONS:

Go Green Compression Sleeve Barrier is a disposable barrier that attaches to the prescription-only PlasmaWave device with Theriot Reusable Sleeve. The Go Green Barrier

provides a soft disposable liner between the patient's skin and the Theriot Reusable Sleeve. Minimizing patient contact with the sleeve. Ideal for facilities that use the

PlasmaWave compression device with the reusable sleeve for  multiple patients.

   See PlasmaWave’s Operator’s Manual for pump set-up and use.

CAUTION: FEDERAL LAW (U.S.A) RESTRICTS THIS DEVICE TO SALE BY OR ON THE ORDER OF A LICENSED HEALTH CARE PROFESSIONAL.

 SIZING:

 Model Name Size (Instep Circumference)

 M-32 Deep Vein Thrombosis - Universal Calf Garment Up to 20”

WARNINGS AND PRECAUTIONS:

 •  Follow all warnings and precautions stated in the Plasma Wave Device Instructions for Use.

 •  Go Green Barrier is made of Hypo allergenic material.

 •  Always inspected skin after use, especially with patient with neuropathy, tissue viability problems (i.e., diabetes, arterial or venous insufficiencies).

 •  If you experience any pain, swelling, skin irritation remove the device and consult your medical professional immediately.

APPLICATION INFORMATION:

 Go Green barriers are latex free and may be placed directly against the skin or over a light compression dressing.

 1. Apply The GO Green Barrier by placing the barrier on top of the Theriot Reusable Sleeve. Press the barrier onto the white hook strips to connect .

   The Theriot compression cu� is now ready to be applied to the leg.

 2. Orient the sleeve so the aircell is centered on the back of the leg with the tubes toward the foot.

 3. Secure cu� straps snug, but not tight.

 4. Attach the tube assemblies to cu�s and pump. Connect the male connectors until a click is heard.

 5. Turn “ON” the pump to activate system. Always turn “OFF” pump before adjusting or removing cu�s.

CLEANING INSTRUCTIONS:

 • Go Green non-sterile Calf Cuffs are disposable. If soiled remove and discard. Apply new barrier.

 • Go Green Calf Cuffs are not reusable.

SYMBOL GLOSSARY:

For an explanation of symbols, please refer to https://www.manamed.com/glossary/symbol-glossary.pdf 

NOTICE: WHILE EVERY EFFORT HAS BEEN MADE IN STATE-OF-THE-ART TECHNIQUES TO OBTAIN THE MAXIMUM COMPATIBILITY OF FUNCTION, 
STRENGTH, DURABILITY AND COMFORT, THIS DEVICE IS ONLY ONE ELEMENT IN THE OVERALL TREATMENT PROGRAM ADMINISTERED BY A 
MEDICAL PROFESSIONAL. THERE IS NO GUARANTEE THAT INJURY WILL BE PREVENTED THROUGH THE USE OF THIS PRODUCT.
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