
INSTRUCTION AND SAFETY MANUAL

Bed Rail with fixing straps

Brand			   Model

			   131000
			   131010



WARRANTY
Please note:

It is essential to check that the safe working load (SWL) on your ansaTM product is 
applicable to your personal requirements. Warranty will not apply if this product is 
used incorrectly.

Your warranty covers any fault in the product’s manufacturing and lasts for 12 months 
from your original purchase date. In order for this warranty to apply, 

	 •  The item must be returned to an authorised ansaTM distributor or selling agent 
	     with proof of purchase.

	 •  The product’s use and care instructions must have been complied with.

	 •  No unauthorised repairs or alterations can have been made to the product.

	 •  We will repair or replace the product at our discretion.

	 •  It is your responsibility to cover the cost of freight. 

USE AND CARE
	 •  The bed rail must have sufficient weight placed upon it to ensure it does not 
	     move while the user is in bed. 

	 •  Ensure that there is no gap between the bed rail’s vertical component and 
	     the mattress.

	 •  It is crucial to frequently check and monitor the position and stability of the 
	     bed rail.

	 •  The bed rail is to be used appropriately, following assessment by an appropriate 
	     health professional. 

	 •  Ensure that the placement of the bed rail and the risks associated with its use 
	     have been properly assessed and documented.

WELCOME
Congratulations on your purchase of 
an ansaTM quality product.

Before using your product, please 
read all instructions carefully.



SETTING UP

Insert the handle tube into the base tube. Press the silver buttons on 
the ends of the handle tube and slide them into the corresponding 
ends of the base tube until they click together.

Mount the bed rail on the side of the bed where the person usually 
gets out, ensuring it is close to the bed head.
Note: The horizontal bar on the base tube provides extra stability when 
fitting to a bed base with horizontal slats. Even so, please ensure that the 
bed rail’s arms rest securely on the bed base.
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Ensure there is no gap between the vertical components of the bed 
rail and the mattress to prevent entrapment injuries.

Fixing straps are available to hold the bed rail in place more 
securely if required. To use the fixing straps, attach them to the base 
tube and loop them securely around the bed base.
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INSTALLATION SERVICES

Are you having difficulty installing this product? 
At Unicare Health, we offer a variety of installation 
services, so you can enjoy peace of mind. 
Talk to us about your needs.

Call, email or visit us online

unicare.au

1800 656 654

info@unicare.au


